Abstract -This paper introduces a non-invasive, quantitative technique to diagnose the progression of non-alcoholic fatty liver disease (NAFLD). The method is predicated on two fundamental principles: 1) the speed of sound in a fatty liver is lower than that in a healthy liver and 2) the quality of an ultrasound image is maximized when the beamformer's speed of sound matches the true speed of sound in the tissue being examined. The proposed method uses the echogenicity of an ultrasound image as a quantitative measure to estimate the true speed of sound within the liver parenchyma and capture its correlation with the underlying fat content. The proposed technique was evaluated in simulations and then tested ex vivo on sheep liver, mice liver (healthy and fatty) and tissue-mimicking phantoms. In the case of the phantom and sheep liver, the method was able to estimate the true speed of sound with errors of less than 0.5%; in the case of the mice livers, the method was able to accurately estimate the speed of sound within the livers (less than 1% error) and capture the correlation between fat content and speed of sound. Thereby, demonstrating the capability of ultrasound technology to noninvasively, quantitatively, and accurately diagnose NAFLD at point of care.
I. INTRODUCTION
Non-alcoholic fatty liver disease (NAFLD) is a chronic disease defined as the presence of hepatic steatosis in the absence of any known cause and minimal alcohol use [1] . As of today, it has an estimated worldwide prevalence of 25% to 45% [1, 2] . In the United States, NAFLD afflicts roughly 30% of the population, and by 2020, NAFLD is projected to be the leading indicator, and cause, of liver transplantations in the world [3, 4] . Moreover, NAFLD has been recognized as an independent cardiovascular disease risk factor and has been associated with severe metabolic impairments such as insulin resistance, hypertension, obesity, and Type 2 diabetes. [5, 6, 7] .
The spectrum of NAFLD is divided into two categories; (1) simple steatosis (NAFL), which is defined as excess liver fat without inflammation and (2) nonalcoholic steatohepatitis (NASH), which is defined as excess liver fat with inflammation and/or fibrosis [2, 8] . Historically, it was believed that NAFL is non-progressive, and does not result in liver fibrosis, whereas NASH results in chronic liver injury and progressive fibrosis [2] . However, recent longitudinal studies have shown that even patients with NAFL can progress [9] . In light of this data, the diagnosis and distinction of NAFL and NASH is highly relevant for effective prognosis and patient management.
A liver biopsy is the accepted reference standard for the diagnosis of NAFLD and distinction of NAFL and NASH. Biopsies are costly, invasive, associated with morbidity and uncommon mortality, and are subject to significant variability and sampling error. In a disease that affects roughly 30% of the population, it is impractical for diagnosis and risk stratification. As a result, clinicians prefer to use alternative tests such as serum biomarkers and radiological imaging tests [9, 10] . These techniques have been shown to have low sensitivity and specificity which is further exacerbated by the fact that as many as 50% of patients with NAFLD have normal liver chemistries [11] .
There is a need for a methodology that allows for the quick and reliable quantification of liver fat at the point of care as early in the disease process as possible.
II. QUANTITATIVE ULTRASOUND FOR THE DIAGNOSIS OF

NAFLD
Fat has a relatively lower speed of sound than healthy liver tissue. Consequently, the expected speed of sound in a fatty liver will be lower than that in a healthy liver [12, 13, 14, 15] . Shifts in the expected speed of sound within the liver parenchyma can be used to quantify the associated fat content.
Estimating the speed of sound in vivo is a non-trivial task; commercial ultrasound machines use an assumed speed of sound (1540 m/s) in clinical settings. This assumption is limiting, because the speed of sound in soft human tissues is known to range from less than 1450 m/s to over 1600 m/s [13] . Various techniques have been used to estimate the true speed of sound; some of the commonly used parameters include backscatter coefficients, speckle size, echo amplitude, and attenuation coefficients, [13, 16, 17, 18] . All these methods exploit the fact that when the assumed speed of sound in the beamformer matches that in the tissue being examined, the quality metrics of the B-mode image are optimized. More narrowly, in speckle-dominated B-mode images (e.g. those of the liver parenchyma), speckle brightness around the focal zone is maximized and its size minimized when the appropriate speed of sound is used by the beamformer during image formation.
The use of speckle to assess quality of beam formation was initially demonstrated by Smith and Wagner [19] . This concept was extended by Nock and Trahey who optimized speckle characteristics by adjusting beam formation delays until the brightness was the greatest at the desired focus [20] In our work, we apply a universal speed of sound correction, as opposed to the individual channel-by-channel correction of Nock and Trahey, to obtain an estimate of the 
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bulk speed of sound within the liver and use it to quantify the associated fat content.
III. METRICS AND METHODS
A. Echogenicity (Brightness) Metric
The rationale behind analyzing the echogenicity around the intended focal zone is as follows: in commercial scanners, beam steering is achieved by the application of appropriate time delays across the active aperture [20] . In order to determine the timing delays, most scanners make an assumption about the speed of sound within the medium e.g. 1540 m/s. If this assumption is correct, the wave fronts from the individual elements will constructively interfere at the intended focal zone and maximize the corresponding echogenicity. More often than not, however, this assumption is faulty and the echogenicity at the intended focal zone is diminished due to inadvertent destructive interference.
The proposed method exploits this fact and computes the echogenicity or brightness metric. For a given speed of sound (beam formation), the envelopes of the RF data (RF) (or equivalently IQ data) data are determined by the Hilbert Transform. Then, the samples corresponding to a region around the expected focal zone ( ) are extracted and a spatial mean is determined across all available A-lines ( ). This results in an estimate of the average brightness around the focal zone captured by the following equation:
The metric requires no calibration and can be performed at point of care. Moreover, its computation introduces minimal cost and does not necessitate any changes to the hardware, making it an attractive alternative to current methods.
B. Simulations
A MATLAB-based, Fast Object-oriented C++ Ultrasound Simulation (FOCUS) was first utilized to validate the proposed technique. FOCUS utilizes the fast near-field method to solve the non-linear, wave equation in threedimensional space [21] .
A tissue-mimicking domain was constructed with the following dimensions: 5 cm x 1 cm x 6 cm (x, y and z); a scatterer density of 1.7 scatterers/cm 3 was chosen and point scatterers were randomly distributed within the bulk of the phantom. Scatterers were designed to have randomly distributed reflection coefficients. Simulations were conducted with a 192-element, linear ultrasound transducer with a center frequency of 1 MHz; the pitch of the transducer was ¼ of the effective wavelength with an aperture of 36.5 mm. The sampling frequency was set to 200 MHz to eliminate aliasing effects. The axial and azimuthal focal depths were held constant at 3 cm (sound wave propagation was along the z direction). In order to simulate the effect of uncertainty in the speed of sound, the true speed of sound within the computational domain was held fixed at 1540 m/s while the assumed speed of sound for the beamforming process was swept from 1460 m/s to 1620 m/s in increments of 20 m/s. The outputs of the simulations were the resulting beamformed RF data for each of the 192 elements. All other parameters were held constant across all the simulations and care was taken to ensure that the intended focus was well within the near-field of all transducer configurations.
C. Experiments
The proposed method was tested in the following experimental configurations: i) CIRS liver phantom ii) sheep liver iii) fatty and control mice liver. The CIRS Liver phantom The imaging of all specimens was performed on a GE Logiq E9 System with a 9 L-D probe. RF and B-mode images were collected from the machine with differing assumed speeds of sound in the beamforming process ranging from 1400 to 1620 m/s (1400, 1420, 1480, 1500, 1540, 1580, 1620 m/s). Ground-truth speed of sound measurements were obtained using the experimental setup in Figure 1 . As seen in the figure, travel distance through the specimen was measured.
A mechanical fixture firmly held the ultrasound probe at a known distance from a surface. The specimen was placed between a fixed surface (reflector) and the ultrasound probe. The distance measurement was obtained using a digital micrometer accurate to 0.001 inches and the time of flight was obtained using the corresponding pulse-echo data. Figure 2 shows the predicted speed of sound within the medium obtained using the normalized, echogenicity metric; the values were normalized with respect to the maximum value. The assumed speed in the beam former was varied from 1460 m/s to 1620 m/s; the center frequency of the transducer was held at 1 MHz and the true speed in the medium was held at 1540 m/s. The echogenicity metric was found to accurately predict the true speed of sound in the medium (error less than 0.1%); in Figure 2 below, the predicted sound speed corresponds to a normalized value of 1.0 for the echogenicity metric. Figure 3 shows the normalized echogenicity metric as a function of the assumed beam forming speed of sound for the CIRS liver phantom.
IV. RESULTS
A. Simulations
B. CIRS Liver Phantom
The metric accurately predicts the true speed of sound (1540 m/s) with less than 0.1% error. In the above plot, the predicted speed of sound has a corresponding normalized metric of 1.0 (maximum). Figure 4 shows the pathology results of the sheep liver; as seen below, the liver was found to be devoid of large fat vacuoles. Ground truth measurements obtained using the setup in Figure  1 found the estimated bulk speed of sound within the liver to be 1540 m/s, thereby validating the accuracy of the proposed method.
C. Sheep Liver (Ex-vivo)
D. Normal and Fatty Mice Liver (Ex-Vivo)
The proposed technique was utilized to predict the speed of sound in a healthy mouse liver and the liver of a mouse that was subjected to a high-fat diet for a prolonged duration of time. Figure 6 shows the pathology slides of the corresponding livers. Figure 6 , the control specimen (left) was found to be far leaner (< 5% fat) than the fatty liver (>15% fat) as rated by a professional pathologist. This is also evident from the presence of a large number of fat vacuoles within the fatty specimen. Shown in Figure 7 , the less fatty liver was found to have an estimated speed of sound of 1500 m/s (normalized metric of 1.0) and the fatty liver was found to have an estimated speed of sound of 1460 m/s (normalized metric of 1.0), suggestive of the ability of the proposed metric to quantify the effects of fat infiltration into the liver.
Shown in
V. CONCLUSION
The proposed method involves the iterative estimation of the bulk speed of sound within the liver parenchyma using the echogenicity of the ultrasound images around the expected focal zone. The algorithm's capability to extract the true speed of sound was evaluated in tissue-mimicking phantoms, ex-vivo sheep and mice livers; comparison to ground truth measurements indicated that the proposed method was able to predict the speed of sound to within 0.5%. The algorithm's future potential to non-invasively and quantitatively diagnose NAFLD was preliminarily evaluated by using it to predict the speed of sound in the livers of mice of two kinds: 1) lean and 2) those subjected to a high fat diet for a prolonged duration of time. The algorithm accurately predicted the true sound speeds in the livers (less than 0.5% error); it also illustrated decreased sound speeds in the liver parenchyma due to fatty infiltration.
Much work remains before this quantitative ultrasound approach can emerge as a viable clinical option for the diagnosis of NAFLD. The echogenicity of an ultrasound image is affected by compression and operating conditions (e.g. acousto-elastic effect). The use of such an approach will be complicated by the presence of layers of subcutaneous fat which will skew the predictions. Investigations are underway to tackle most, if not all, of these issues.
